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Abstract
Background: To analyse the efficacy and patient satisfaction of fitting a 
mini-scleral lens (SL) after keratoplasty surgery in patients unsatisfied with 
their visual outcomes.

Material and Methods: A retrospective chart review of 22 consecutive 
patients was performed between 2018 and 2019. Demographic data, indications 
for keratoplasty, ocular parameters, and visual results were evaluated. In 
addition, subjective visual quality (SVQ) and comfort, complications, daily 
wear time, and the reason for discontinuing SL wear during the 6-month 
follow-up were analysed.   

Results: Twenty-two eyes of 22 patients (6 females and 16 males; mean age 
48.82 ± 17.19 years) were assessed. Keratoconus was the main indication 
for keratoplasty (9 eyes, 40.9%), followed by corneal opacities (5 eyes), 
and Fuchs endothelial dystrophy (4 eyes). High refractive anisometropia 
was found in 14 eyes (63.6%) and 6 eyes presented significant irregular 
astigmatism. LogMAR visual acuity improved significantly with SL when 
compared with the best spectacle-correction (mean, 0.12 ± 0.12 vs 0.52 ± 
0.33, respectively; p < 0.01). Six patients discontinued SL wear (27.3%). 
Among the other 16 patients, the mean daily wear time was 11.47 ± 1.52 h; 
of these, 14 (87.5%) were successfully fitted and enjoyed favourable SVQ 
and comfort. No significant complications were found during the follow-up 
period.

Conclusions: Mini-scleral lenses may be a safe and effective alternative for 
treating complicated eyes after keratoplasty; they may provide optimal visual 
rehabilitation and/or restore binocular vision with significant efficacy and 
patient satisfaction.

Keywords: Penetrating keratoplasty; Keratoconus; Irregular astigmatism; 
Scleral contact lenses

Introduction
Keratoplasty surgery is a procedure in which the damaged cornea is 

replaced entirely (penetrating keratoplasty) or partially (lamellar keratoplasty) 
with a donated corneal graft [1,2]. The main indication for keratoplasty is 
keratoconus, followed by Fuchs endothelial dystrophy, pseudophakic bullous 
keratopathy, fungal keratitis, corneal scarring and others [2,3]. Despite 
good graft clarity that can be achieved after keratoplasty, some patients can 
still present unsatisfactory visual outcomes. For example, a previous study 
reported that after surgery, 18 out of 104 eyes (17%) proved unsatisfactory 
with the best spectacle-correction [2]. These patients mainly presented an 
increase in higher-order aberrations, significant degrees of astigmatism and/
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de Oftalmología Médica (FOM) de la Comunitat Valenciana, 
between January 2018 and December 2019. A single 
optometrist at the FOM fitted the lenses in all cases. None 
of the patients presented ocular-surface diseases, allergies 
or systemic diseases. Moreover, they did not use medication 
that would have interfered in contact lens wear, nor had they 
undergone ocular surgery (except keratoplasty). All patients 
had consented to the use of their clinical data for research 
purposes. This study complied with the ethical standards 
required by the FOM and the University of Valencia, which 
concurs with the tenets of the Declaration of Helsinki. 

Data collection
The data retrieved from medical records included 

demographic aspects (age and gender), initial diagnosis, 
previous ocular and contact lens wear history, time elapsed 
after keratoplasty surgery until fitting contact lenses, and 
the eye examination values before fitting the lens. The eye 
examination outcomes assessed were visual acuity with the 
best spectacle correction, corneal topographic analysis using 
the Pentacam Eye Scanner (Oculus Inc., Wetzlar, Germany) 
and visual acuity obtained with the contact lens. Moreover, 
the SL parameters (such as diameter, back optic zone radius 
and power), number of visits and lenses required until the SL 
was optimal for dispense were recorded. Finally, subjective 
visual quality on a typical five-level Likert scale (1, very poor; 
2, poor; 3, neither poor nor favourable; 4, favourable; and 5, 
very favourable), subjective comfort on a typical five-level 
Likert scale (1, highly uncomfortable; 2, uncomfortable; 3, 
neither uncomfortable nor comfortable; 4, comfortable; and 
5, very comfortable), daily wear time, complications, and the 
reason for discontinuing SL wear during the 6-month follow-
up were studied.    

Criteria of success
With regard to successful fitting criteria (including efficacy 

and patient satisfaction), complete success was considered 
when the patient had the following results [27,28]:   

1)  Visual acuity with SL improved two or more decimal 
lines when compared to the best spectacle-corrected 
visual acuity; 

2)  Contact lens daily wear time greater than, or equal to, 10h; 

3) And subjective visual quality and comfort (patient 
satisfaction) values over 3 (i.e. favourable or very 
favourable for visual quality, and comfortable or very 
comfortable for subjective comfort; values 4 or 5 in a 
range of 1 to 5).

Partial success in fitting was considered when a parameter 
did not improve when compared to the previous conditions 
for complete success, and it was deemed unacceptable if two 
parameters were worse. The wear time criteria as a measure 
of success was based on the study by Ortenberg et al [15]. 

or high refractive anisometropia [2-5]. A previous study 
reported that higher-order aberrations in these cases can be 
5.5 times more than normal eyes [5]. Consequently, in these 
cases, nonsurgical options to achieve visual rehabilitation 
and binocularity are mainly directed toward fitting rigid 
gas-permeable lenses [6-23]. These lenses are able to mask 
higher-order aberrations with the tear film between the 
posterior surface of the lens and the anterior surface of the 
cornea [24]. Other previous studies also reported fitting other 
types of lenses, such as soft and hybrid lenses, although to 
a lesser extent [25,26]. Previous studies have described 
different types of rigid gas-permeable lenses (corneal, semi-
scleral, and mini or large scleral lenses) fitted on eyes after 
keratoplasty [6-23]. Firstly, large diameter corneal lenses (10 
to 12 mm) were fitted to achieve a better centration [6-10]. 
These lenses had different back surface designs and/or lens 
eccentricity, depending on the different corneal profiles [8]. 
Therefore, the fitting procedure of these special designs (e.g. 
toric, bitoric, reverse geometry and others) can be difficult 
and require more time. Moreover, the results in some cases 
with high astigmatism can be unsuccessful.17 In recent years, 
scleral lenses (SL) have gained popularity because the fitting 
procedure is easier than that of corneal lenses; moreover, as 
their diameter is large, SL vault the whole cornea [17]. There 
are different diameter SL available for post-keratoplasty eyes 
(large and mini-SL). Some previous studies report fitting 
SL with diameters of 18.50 or 19 mm (large SL); [15,16] 
however, eye care providers are mainly fitting mini-SL with 
diameters ranging from 15.80 to 16.50 mm [17-19,23]. For 
example, a study showed that the mean SL diameter was 16.6 
mm (range 15.6 to 18.4 mm) [18]. Recently, a study based its 
strategy for treating cases of irregular corneas, including post-
keratoplasty eyes, with lenses of 16.50 mm in diameter [23]. 
On the other hand, previous studies reported that visual acuity 
is significantly improved after fitting SL on post-keratoplasty 
eyes [15-19], however, little is known in the literature about 
the efficacy and patient satisfaction (subjective visual quality 
and comfort) wearing these lenses. In addition, criteria 
of success were not reported [15,23]. The present study 
describes the efficacy and patient satisfaction, as well as visual 
rehabilitation results, success rate, complications and clinical 
experience when fitting a mini-scleral lens (15.80 to 16.50 
mm in diameter) in complicated eyes that have undergone 
keratoplasty surgery with suboptimal visual outcomes. 

Material and Methods
Patients

A retrospective review of clinical data from the records of 
22 patients who were fitted with a mini-SL (MSK; Conóptica 
SL, Hecht Contactlinsen) after keratoplasty was performed. 
Patients presented unsatisfactory visual outcomes with the 
best spectacle-correction or other types of contact lenses 
(except SL). They were selected from a database at Fundación 
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Lens Used
The lens in the present study is made of a high-DK gas-

permeable material (Hexafocon B) Boston® X02 (Polymer 
Technology Corp., Wilmington, MA, USA). Its oxygen 
transmissibility ISO FATT Method: Dk is 141 x 10-11cm3 
O2(cm)/[(sec.)(cm2)(mm Hg)]@35°C. The parameters of this 
lens are the following: 

Diameter 12.30 to 16.50 mm (in 0.10-mm steps; standard 
diameters, 16.50 / 15.80 / 15.20 mm).

Base curves range from 5.00 to 10 mm (in 0.05-mm steps), 

Power ranges from +30.00 to -30.00 D (in 0.25-D steps). 

As described by the manufacturer, the lens is available 
in two exclusive profiles, normal MSK (for a prolate cornea) 
and reverse MSK (for an oblate cornea), so they can be fitted 
optimally to any corneal profile.

Fitting procedure
All contact lenses were fitted by the trial-lens method. 

The lens was selected using a specific software developed 
by the manufacturer (the apex scleral fit). This program 
shows the profile of the trial lens for four areas in the fitting 
procedure (the central, para-central and limbal corneal zones, 
as well as the peripheral or scleral zone). This process makes 
it easy to modify the sagittal heights in these four areas and 
it simulates the appropriate fitting. Parameters of corneal 
topography, eccentricity, visible iris diameter and corneal 
profile (prolate or oblate) are necessary for this estimation. 
Once the trial lens had been decided upon (by taking into 

account its suitability with the corneal and scleral surfaces), it 
was inserted in the eye for at least 30 minutes. Then, suitable 
fitting of the lens on the ocular surface was verified with a 
slit lamp. In addition, the lens was checked for good position 
and optimum movement. Finally, an over-refraction was 
performed which, together with the four parameters of the 
lens, was necessary in order to manufacture the lenses. At the 
next visit, the manufactured SL was inserted and allowed to 
settle on the eye for 2 hours, so that it could be verified that 
there were no adverse ocular effects or compression on the 
conjunctival vessels under the contact lens. If the lens did 
not show an appropriate fit, its parameters or over-refraction 
were changed. Finally, the patients were instructed in lens 
care and handling and they were advised to increase lens wear 
by 1 hour a day, until the following visit 1 week later. After 
8 hours of lens wear, the appropriate fit was again evaluated 
following the same previous procedures (verification of visual 
acuity, lens position and movement, no corneal staining, and 
no compression on corneal areas or on the conjunctival vessel 
under the contact lens; Figure 1). Follow-up appointments 
were made for 1, 3, and 6 months later.

The mean logMAR visual acuity before keratoplasty 
was 0.77 ± 22. After keratoplasty, logMAR visual acuity 
improved with the best spectacle-correction (0.52 ± 0.33; p = 
0.33). An average of 5 months (range 3 to 8) elapsed before 
fitting the SL. Once fitted, patients improved up to 0.12 ± 0.12 
(p = 0.01, when compared to the best spectacle-correction. 
These outcomes were maintained during the 6-month follow-
up (Figure 2).

Parameters  Patients (%)

Sex Male 16 (72.7)

 Female 6 (27.3)

Age < 20 years 1 (4.5)

 21 -40 years 5 (22.7)

 41-60 years 9 (40.9)

 > 60 years 7 (31.8)

Refractive error Hyperopia > 10.00 D 2 (9.1)

(Spherical Equivalent) Hyperopia (0.00 to +10.00 D)  6 (27.3) 

 Low myopia (-0.25 to -6.00 D) 6 (27.3)

 Medium myopia (-6.25 to -10.00 D) 2 (9.1)

 Impracticable assessment 6 (27.3)

Corneal astigmatism 0.00-2.00 D 1 (4.5)

 2.25     -4.00 D 8 (36.4)

 4.25-6.00 D 5 (22.7)

 > 6.00 D 2 (9.1)

 Impracticable assessment 6 (27.3)

Table 1:  Demographic and clinical data after keratoplasty surgery (N = 22).
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Data analysis 
Statistical analysis was performed using SPSS 26.0 

software (SPSS Inc., Chicago, IL, USA). A nonparametric 
statistical test (the Wilcoxon test) was used to compare 
differences in visual acuity before and after keratoplasty with 
the best spectacle-correction, as well as with the contact lens. 
All visual acuities were converted to logMAR (logarithm of 
the minimum angle of resolution) for statistical analysis. The 
level of statistical significance was taken as P < 0.05. 

Results
Table 1 shows the demographic and clinical data of the 

twenty-two post-keratoplasty eyes.  The mean ± SD age 
of the sixteen Caucasian males and six Caucasian females 
was 48.82 ± 17.19 years (range 19 to 74 years). All patients 
underwent keratoplasty in only eye, keratoconus being the 
main indication, followed by corneal opacities or corneal 
scars and Fuchs endothelial dystrophy (Table 2). After 
keratoplasty, high refractive anisometropia was found in 
fourteen patients (63.6%), and they all had prolate corneas, 
except three cases (oblate cornea). Moreover, six eyes 
presented significant irregular astigmatism and/or abnormal 
corneal profiles; hence, it was difficult to determine refractive 
status. The mean logMAR visual acuity before keratoplasty 
was 0.77 ± 22. After keratoplasty, logMAR visual acuity 

improved with the best spectacle-correction (0.52 ± 0.33;  
p = 0.33). An average of 5 months (range 3 to 8) elapsed before 
fitting the SL. Once fitted, patients improved up to 0.12 ± 0.12 
(p = 0.01, when compared to the best spectacle-correction. 
These outcomes were maintained during the 6-month follow-
up (Figure 2). Fourteen eyes were fitted with SL measuring 
16.50 mm in diameter and eight eyes with SL measuring 
15.80 mm in diameter. The mean back optic zone radius was 
7.89 ± 0.68.  A prolate MSK design was manufactured for 
19 lenses and a reverse MSK design for 3. An average of 
1.33 ± 0.50 lenses (range 1 to 2) were required until deemed 
optimal for dispensing, and 2.68 ± 0.75 visits (range 2 to 
4) were needed to complete the fitting process. During the 
follow-up period (6 months), six patients discontinued SL 
wear (27.3%). The reasons for discontinuation were that 2 
patients had corneal graft rejection, 2 experienced intolerance 
or discomfort, 1 was dissatisfied with his/her vision, and 1 
found it difficult to insert and remove the SL. Among the 
other 16 patients, the mean daily wear time was 11.47 ± 1.52 
h. Fourteen patients stated that SL were comfortable or very 
comfortable, and 2 reported them to be neither uncomfortable 
nor comfortable. In addition, all of them improved two or 
more decimal lines when compared to the best spectacle-
corrected vision and reported that their visual quality was 
favourable or very favourable. These results demonstrate that 
14 of 16 patients (87.5%) achieved a completely successful 
fitting. No significant adverse ocular events occurred during 
this period. 

Discussion
The patients in the present study were mainly males 

(16/6) and the mean age was 48 years. These demographic 
values concur with those of previous studies fitting SL in 
post-keratoplasty eyes, where the proportion of males was 
significantly higher than females (approximately 2/3 males 
and 1/3 females).15-18 In addition, the mean age in these 

Figure 1: A mini-scleral contact lens fitted after keratoplasty 
surgery in this study.

Corneal Anomalies Patients (%)
Keratoconus 9 (40.9)

Corneal opacities 5 (22.7)

Fuchs endothelial dystrophy 4 (18.2)

Herpes simplex virus 1 (4.5)

Pseudomonas keratitis 1 (4.5)

Reticular corneal dystrophy 1 (4.5) 

Corneal perforation 1 (4.5)

Table 2: Indications for keratoplasty surgery (N = 22)

 
Figure 2: LogMAR visual acuity before and after keratoplasty 
surgery, as well as with a mini-scleral contact lens, and after 6 
months of lens wear. K = keratoplasty surgery.
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studies ranged between 43 to 59 years, and they reported that 
keratoconus was the main indication for keratoplasty, as do 
the results in this study. After keratoplasty, in some cases, 
fitting contact lenses represents a unique challenge. It should 
be noted that the reattachment of the corneal graft in the bed 
of the new cornea may cause a complex irregular corneal 
shape. Commonly, there is no continuous transition from the 
centre to the periphery of the cornea, and it presents irregular 
areas where there is a different flattening between the 
meridians (Figure 3). Moreover, keratoplasty can be steeper 
or flatter than the host cornea, and in many cases a mixture 
of both in different areas of the cornea. Therefore, a great 
variability of corneal profiles can be found in these patients. 
Consequently, when visual outcomes are suboptimal with 
the best spectacle-correction, contact lenses (mainly rigid 
gas-permeable as reported previously) are a suitable option 
for visual rehabilitation and/or restoring binocular vision (if 
refractive anisometropia occurs). The fitting procedure of 
SL was based on the sagittal depth. The lens should vault 
the cornea with sufficient central, paracentral and limbal 
clearance (approximately 200, 100, 50 µ after lens settling, 
respectively). A sagittal depth that is too great may cause 

central bubbles under the lens, as well as less visual acuity. 
The landing curve should rest on the sclera aligned parallel to 
the conjunctiva. An excessive compression on conjunctival 
blood vessels or impingement should be avoided [18,29]. 
In the process of selecting the trial lens, the software used 
to simulate the fit was significantly helpful, so much so that 
16 of 22 cases (72.7%) only needed one lens for dispensing, 
and in the other 6 cases, only two were needed. Changes 
were made to increase the corneal clearance (2 cases), and 
variations in the limbal and/or landing curve for the other 
four cases. Moreover, the majority of cases only needed 
two or three visits to complete the fitting process. Therefore, 
the fitting procedure appears to be feasible for the mini-SL 
used in the present study. Although patients achieved an 
improved of visual acuity after keratoplasty (0.52 ± 0.33), 
they were still unsatisfied with their best spectacle-correction. 
However, after fitting the mini-SL, they achieved an average 
of 0.12 ± 0.12 logMAR visual acuity, which concurs with 
previous studies in fitting SL in post-keratoplasty eyes 
(range 0.09 to 0.21).15-19 It should be noted that those 
previous studies that fitted greater diameters (18.50 or 19 
mm) presented slightly worse logMAR visual acuity values 

 
Figure 3: Pentacam corneal topography in a post-keratoplasty left eye. Anterior elevation map (top left). Posterior elevation map (top right). 
Keratometric map (bottom left). Pachymetry map (bottom right).
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